Introduction {#section5-0267659117722595}
============

Since the early days of cardiac surgery, gaseous microemboli (GME) have been considered as a potential source of morbidity.^[@bibr1-0267659117722595][@bibr2-0267659117722595][@bibr3-0267659117722595][@bibr4-0267659117722595]--[@bibr5-0267659117722595]^ Major causes of GME are inefficient de-airing of the heart cavities and the use of cardiopulmonary bypass (CPB) systems.^[@bibr1-0267659117722595]^ To monitor GME and to study their adverse effects, bubble counters were developed. The working principle of all clinical bubble counters is based on ultrasound techniques, which had already been explored for decades, with particular interest in bubble counting and sizing in liquids.^[@bibr6-0267659117722595],[@bibr7-0267659117722595]^ Since the early 2000s, two new-generation clinical bubble counters have become available, with a higher accuracy than their predecessors: the BCC200 (Gampt, Zappendorf, Germany) and the EDAC (Luna Innovations, Roanoke, VA, USA). The manufacturers claimed quantitative sizing and counting of both small and large concentrations of GME. Many studies have been conducted using both bubble counters, evaluating the air removal properties of CPB circuits and their components.^[@bibr8-0267659117722595][@bibr9-0267659117722595][@bibr10-0267659117722595][@bibr11-0267659117722595][@bibr12-0267659117722595]--[@bibr13-0267659117722595]^

Validation of the bubble counters is a challenge as a variety of complex and specific techniques are needed to generate GME and for the control of GME properties, i.e. size, position, velocity and concentration. Several studies were conducted using controlled methods to produce microbubbles for the validation of bubble counters, e.g., using a pressurized micropipette in an outer liquid flow.^[@bibr14-0267659117722595][@bibr15-0267659117722595]--[@bibr16-0267659117722595]^ The two new generation bubble counters have been validated independently.^[@bibr14-0267659117722595],[@bibr17-0267659117722595][@bibr18-0267659117722595]--[@bibr19-0267659117722595]^ However, only one paper studied the accuracy of these devices in a one-to-one comparison in the same in-vitro setup.^[@bibr20-0267659117722595]^ In this study, GME were introduced by pumping a fluid through a partially air-filled arterial filter. By increasing the flow, the GME concentration was strongly increased; however, the GME size was also changed. Moreover, very high concentrations of GME were produced at or above the detection limit of the bubble counters.^[@bibr21-0267659117722595]^ It has been found that, under these so-called worst-case scenarios, both bubble counters only partially count the number of bubbles. Moreover, the BCC200 overestimated the average GME size whereas the EDAC underestimated the GME size.

This in-vitro study aims to validate the accuracy of two bubble counters at low GME concentrations in a highly controlled setting. The sizing and counting accuracies were measured during this so-called best-case scenario using bubbles of exactly the same size produced with a novel microfluidic technique. The monodispersity of the bubbles allowed for a direct one-to-one comparison of the injected bubble size to the bubble size distribution measured by the bubble counters. Moreover, the microfluidic production method facilitated optical sizing and optical counting of each single bubble, allowing for number count verification. In the first setup, the bubble counters were validated at a total flow-rate of 4 L/min through standard 3/8 inch CPB tubing. In the second setup, the bubbles produced were guided one-by-one, at 10 different locations, through the sensors of the bubble counters with the aim of gaining a fundamental understanding of the counting and sizing characteristics to allow for future design improvements, which should lead to a more accurate bubble counter. This work, therefore, aims to provide perfusionists with background knowledge on the accuracy of acoustic bubble sizing and counting.

Methods {#section6-0267659117722595}
=======

The sizing and counting characteristics of two contemporary bubble counters were studied; the BCC200 and the EDAC. Both bubble counters consist of two sensors wired to a base unit. The sensors need to be mounted on the CPB tubing.

Working principle of the bubble counters {#section7-0267659117722595}
----------------------------------------

The working principle of acoustic bubble counters will now be briefly discussed. Bubble counters operate at an ultrasound frequency much higher than the resonance frequency^[@bibr7-0267659117722595]^ of the bubble sizes they aim to measure. In this regime, the incident ultrasound wave is geometrically scattered by the bubble and its pressure amplitude P~s~ can be expressed as:^[@bibr22-0267659117722595]^

$$P_{s}(r) = \frac{R}{r}P_{a}(R)$$

Thus, there is a linear dependence of the amplitude of the scattered pressure wave^[@bibr7-0267659117722595]^ *P~s~*, at a distance *r* from the bubble, on the bubble radius *R*. Moreover, [Equation (1)](#disp-formula1-0267659117722595){ref-type="disp-formula"} shows that the bubble size *R* can only be determined when the distance between the bubble and the receiving element *r* is known and when the transmit pressure field is well calibrated in order for the pressure amplitude to be known^[@bibr22-0267659117722595]^ at the bubble wall *P~a~(R)*.

Both, the BCC200 and the EDAC use a technique called pulsed-Doppler. A pulser-receiver circuit transmits short ultrasound pulses under a fixed angle θ with respect to the blood flow direction, using a single element transducer ([Figure 1A](#fig1-0267659117722595){ref-type="fig"}). Between each transmitted pulse, the piezo transducer is used as a receiver to record the bubble echo ([Figure 1B](#fig1-0267659117722595){ref-type="fig"}). A time window is used in which several pulses are transmitted and recorded. When a single bubble passes through the ultrasound field within this time window, the amplitude of the resulting echo signal first increases and then decreases ([Figure 1B](#fig1-0267659117722595){ref-type="fig"}). Echoes from non-moving objects have a constant echo amplitude, therefore, it is used to discriminate moving from non-moving scatterers.

![(A) Schematic representation of the pulsed-Doppler technique. A piezo element transmits ultrasound pulses under a fixed angle θ with respect to the blood flow direction. In between the transmitted pulses, the scattered pressure waves originating from a bubble passing through the acoustic field are recorded by the same piezo element. (B) The amplitudes of the recorded scattered waves first increase then decrease when a bubble passes through the acoustic field. A single bubble passing through the acoustic field produces a primary echo with amplitude A~1~. It may also produce secondary echoes of lower amplitude A~2~ due to reflections of the primary echo from the walls of the bubble counter probe.](10.1177_0267659117722595-fig1){#fig1-0267659117722595}

The BCC200 only measures the largest bubble echo in the echo envelope within a time window ([Figure 1](#fig1-0267659117722595){ref-type="fig"}). In contrast, the EDAC system uses a tracking algorithm to track all moving echoes within the time window and it calculates a bubble size from all local envelope maxima within the time window^[@bibr19-0267659117722595],[@bibr20-0267659117722595],[@bibr29-0267659117722595]^ (A~1~ and A~2~ in [Figure 1B](#fig1-0267659117722595){ref-type="fig"}). As a result, the bubble echo (red) reflected from the wall (blue) will also be sized and counted as if it were a bubble.

Setup 1 {#section8-0267659117722595}
-------

First, the bubble counters were validated in a simple setup with a constant flow through standard 3/8 inch CPB tubing. Water was pumped from a 10 L reservoir at a flow rate of 4 L/min through a loop of 3/8 inch CPB tubing ([Figure 2A](#fig2-0267659117722595){ref-type="fig"}). An arterial filter (Maquet, Hirrlingen, Germany) was placed in the loop to remove bubbles from the flow. Further downstream, a square 1 × 1 cm^2^ optically transparent tube was placed in the CPB tubing to create an optically transparent window, allowing for optical sizing of the injected bubbles ([Figure 2B](#fig2-0267659117722595){ref-type="fig"}). The bubbles were monodispersed and they were produced one-by-one at a production rate of approximately 10 Hz in a microfluidic flow-focusing^[@bibr24-0267659117722595]^ chip, made out of polydimethylsiloxane (PDMS) using standard soft lithography techniques^[@bibr25-0267659117722595]^ ([Figure 2C](#fig2-0267659117722595){ref-type="fig"}). The formed bubbles were guided from the chip to the CPB circuit by a capillary ([Figure 2B](#fig2-0267659117722595){ref-type="fig"}; fused silica, I.D. 150 µm, CM Scientific, Silsden, West Yorkshire, UK). The bubble size was fixed at a size of 43 µm in radius since this was reported to be a common GME size during CPB.^[@bibr26-0267659117722595]^ Every injected bubble was optically imaged using a high-speed camera (Photron SA1.1 operated at 125 frames per s, Acal BFi Netherlands BV, Eindhoven, The Netherlands) connected to a 10 x magnifying objective lens (Olympus, LMPlanFLN). The sensors of the bubble counters were clamped onto the CPB tubing.

![(A) Schematic representation of setup 1. Bubbles produced in the microfluidic device were directly injected into a 4 L/min flow of water through a 3/8 inch CPB tube and, subsequently, detected by the bubble counter sensor. (B) Optical window at the bubble injection location for optical verification using a high-speed camera. (C) Micrograph of the microfluidic bubble production device. (D) Every single injected bubble was optically verified.](10.1177_0267659117722595-fig2){#fig2-0267659117722595}

Each measurement was conducted by simultaneously starting an optical recording and a bubble counter measurement. Then, the gas flow to the flow-focusing device was opened to start the injection of microbubbles. After 2.5 minutes, the bubble production was stopped and the optical measurement and bubble counter measurement were stopped. Each recorded movie contained 18,750 frames and these were processed frame by frame with an automated image-processing algorithm programmed in Matlab.^[@bibr27-0267659117722595]^ From each movie frame, the software detected whether a bubble was present and it measured its size ([Figure 2D](#fig2-0267659117722595){ref-type="fig"}), thereby, providing the optical verification, i.e., the bubble size and the bubble production rate.

Setup 2 {#section9-0267659117722595}
-------

[Equation 1](#disp-formula1-0267659117722595){ref-type="disp-formula"} shows that it is important to know the distance between the ultrasound transducer and the bubble. Therefore, in the second setup, the bubble position within the CPB tube was fixed and varied over 11 different locations in order to measure the effect of the bubble position on the counting and the sizing performance of the bubble counters. The bubbles were produced exactly as before; in the microfluidic chip. The microfluidic chip was optically transparent ([Figure 2C](#fig2-0267659117722595){ref-type="fig"}), allowing for optical sizing of the bubbles. Every single microbubble produced was imaged within the chip, using an inverted microscope (Eclipse TE2000-U, Nikon Instruments, Amsterdam, the Netherlands) equipped with a 6X objective lens, connected to the high-speed camera (Photron SA1.1 operated at 125 frames per s). The optical resolution was 3 µm/pixel, resulting in well-resolved optical sizing of the produced bubbles.

The formed bubbles were injected into an acoustically transparent silicone tube (I.D. 500 µm) ([Figure 3A](#fig3-0267659117722595){ref-type="fig"}). The location of the silicone tube inside the bubble counter sensors could be varied in order to vary the location of the bubbles inside the sensors. The flow rate in the silicone tube was controlled using a syringe pump (Harvard Apparatus, PHD2000, Cambourne, Cambridgeshire, UK) at a total flow-rate of 6.6 mL/min. This resulted in a translational bubble velocity equal to that of a flow with a flow rate of 4.8 L/min through standard clinical 3/8-inch diameter CPB tubing.

![(A) Bubbles were guided by a capillary into an acoustically transparent silicone tube that guided the bubbles through the detectors at fixed locations. (B) Cross-section of a 0.95-cm diameter CPB tube mounted in the BCC200 sensor. (C) Cross-section of the CPB tube mounted in the EDAC sensor. Measurements were performed with the silicone tube at the locations marked by the red dots.](10.1177_0267659117722595-fig3){#fig3-0267659117722595}

The BCC200 sensor was positioned around rubber-sealed 3/8-inch tubing ([Figure 3A](#fig3-0267659117722595){ref-type="fig"}) and filled with water for acoustic coupling. The silicone tube was positioned inside the 3/8 inch tubing parallel to the tubing wall ([Figure 3A](#fig3-0267659117722595){ref-type="fig"}). The silicone tube was fixed by a U-shaped holder mounted on an x-y translation stage to vary its position in the sensor of the bubble counter. The EDAC sensor was mounted in a similar way except that the sensor had to be mounted on a disposable plastic cuvette (Luna Innovations, Roanoke, VA, USA). The cross-section of the cuvette is different compared to that of the BCC200 sensor. The red dots in [Figures 3B](#fig3-0267659117722595){ref-type="fig"} and [3C](#fig3-0267659117722595){ref-type="fig"} represent the 11 locations (BCC200) and the 14 locations (EDAC) at which data were collected. The measurement procedure was as described in the previous section.

Results {#section10-0267659117722595}
=======

Setup 1 {#section11-0267659117722595}
-------

### BCC200 {#section12-0267659117722595}

[Figure 4A](#fig4-0267659117722595){ref-type="fig"} shows the injected bubble size distribution (black) and the size distribution measured with the BCC200 (blue). The bubble size is over-predicted by a factor of 2. The total number count is shown in the legend of [Figure 4A](#fig4-0267659117722595){ref-type="fig"} and it was 1.2 times higher than the total number of injected bubbles.

![(A) The injected normalized bubble size distribution (black) and the normalized size distribution measured with the BCC200 (blue) measured with setup 1. The total acoustic number count was 3316 and the total optical number count was 2811. (B) Repeated measurement with the EDAC. The total acoustic number count was 24,248 and the total optical number count was 2743.](10.1177_0267659117722595-fig4){#fig4-0267659117722595}

### EDAC {#section13-0267659117722595}

For the EDAC system, the injected and the acoustically measured bubble size distributions are shown in [Figure 4B](#fig4-0267659117722595){ref-type="fig"}. The EDAC underestimates the bubble size and large numbers of small bubbles were counted (blue) whereas monodisperse bubbles were injected (black). Please note that the number counts are normalized to one. The total number count measured with the EDAC was 8.8 times higher than the optical number count.

Setup 2 {#section14-0267659117722595}
-------

### BCC200 {#section15-0267659117722595}

A typical measurement performed with the BCC200 system is presented in [Figures 5A](#fig5-0267659117722595){ref-type="fig"} and [5B](#fig5-0267659117722595){ref-type="fig"}. [Figure 5A](#fig5-0267659117722595){ref-type="fig"} shows the optically measured size distribution (black) and the acoustically measured size distribution (blue) of the BCC200 system at position \[0,0\] in [Figure 3B](#fig3-0267659117722595){ref-type="fig"}. A relatively narrow acoustically measured size distribution is observed (R = 90 ± 22 µm); however, the absolute bubble size is overestimated by a factor of 2, as can be observed from the optical verification measurement (43 ± 0.9 µm). The optical (black dots) bubble count and the acoustical (blue dots) bubble count over time are shown in [Figure 5B](#fig5-0267659117722595){ref-type="fig"}. The total acoustic number count follows the trend of the optical verification. However, it is 1.2 times higher.

![(A) Optically and acoustically measured bubble size distributions with the BCC200 system at position \[0,0\] in [Figure 3B](#fig3-0267659117722595){ref-type="fig"}. (B) Bubble counts as a function of time measured with the BCC200 system. (C) Acoustically measured size distribution (gray areas) as a function of the horizontal (C) and vertical (D) bubble position in the BCC200 system. Blue horizontal lines represent the mode of the size distribution. The standard deviation is represented by the vertical black dashes. Optically measured bubble radius is represented by the black dots. Figures E and F show the ratio of the acoustic to the optical bubble count for horizontal and vertical bubble positions, respectively.](10.1177_0267659117722595-fig5){#fig5-0267659117722595}

The measurements were repeated at all positions marked in [Figure 3B](#fig3-0267659117722595){ref-type="fig"} with the BCC200 system ([Figures 5C](#fig5-0267659117722595){ref-type="fig"} and [5D](#fig5-0267659117722595){ref-type="fig"}). The gray areas represent the acoustically measured size distribution, the black dots the optically measured bubble size and the mode of the acoustic bubble counts (bubble radius with largest count number) is represented by the blue horizontal lines. Since the size distributions are not symmetrically distributed around the mode, the standard deviation of the data on both sides of the mode are shown (black error bars). Please note that the data presented in [Figure 5A](#fig5-0267659117722595){ref-type="fig"} are also presented in [Figure 5C](#fig5-0267659117722595){ref-type="fig"} at \[0,0\], see arrow. At two measurement positions (\[-4,0\] and \[4,0\]), the system measures a bimodal size distribution with two local maxima. [Figures 5E](#fig5-0267659117722595){ref-type="fig"} and [5F](#fig5-0267659117722595){ref-type="fig"} show the acoustic bubble counts normalized by the optically measured bubble counts at each measurement location.

From the size distributions and the bubble counts, the total injected gas volume and acoustically measured gas volume were determined and they were 8.3 µL and 198 µL, respectively. While the BCC200 system accurately counted bubbles, it overestimated the total injected gas volume by a factor 25 due to the over-prediction of the bubble sizes by a factor 2 to 3 (volume ∝ R^3^).

### EDAC {#section16-0267659117722595}

A typical measurement performed with the EDAC system at position \[0,0.5\] is shown in [Figures 6A](#fig6-0267659117722595){ref-type="fig"} and [6B](#fig6-0267659117722595){ref-type="fig"}. The acoustically measured size distribution shows a high number of counts at bubble sizes down to the smallest detectable bubble size by the EDAC system (2.5 µm in radius). Thus, the EDAC system largely overestimates the amount of bubbles passing its probe. This is confirmed by the number count shown in [Figure 6B](#fig6-0267659117722595){ref-type="fig"}, it shows that the EDAC system overestimated the bubble passing-rate on average by 9-10 times at this measurement location for the injected bubbles with a radius of 43 µm. The size distributions measured with the EDAC system at the measurement locations are shown in [Figures 6C](#fig6-0267659117722595){ref-type="fig"} and [6D](#fig6-0267659117722595){ref-type="fig"}. Note that the acoustically measured size distributions have a local maximum positioned close to the optically measured bubble size (black dots). All acoustically measured size distributions show large number counts at bubble radii down to the smallest detectable bubble size. No standard deviations were calculated because of the non-Gaussian nature of the acoustically measured size distributions. The ratio of the total acoustic bubble count to the total optical bubble count at every measurement position is shown in [Figures 6E](#fig6-0267659117722595){ref-type="fig"} and [6F](#fig6-0267659117722595){ref-type="fig"}. On average, the number of bubbles passing the probe is overestimated by a factor 9 for the injected bubble radius of 43 µm. At bubble positions close to the center of the channel and close to the wall opposing the transducer, see [Figure 3C](#fig3-0267659117722595){ref-type="fig"}, the mismatch between the acoustic bubble count and the optical bubble count is the largest. The total injected gas volume and the total measured gas volume were 7.2 µL and 13.8 µL, respectively, thus, with an overprediction approximately by a factor 2.

![(A) Optically and acoustically measured size distributions with the EDAC system at position \[0,0.5\] in [Figure 3C](#fig3-0267659117722595){ref-type="fig"}. (B) Bubble counts as a function of time measured with the EDAC system. Acoustically measured size distribution (gray areas) as a function of the horizontal (C) and vertical (D) bubble position in the EDAC system. The black horizontal lines represent the mode of the size distribution of which the standard deviation on both sides is shown by the vertical black error bars. The optically measured bubble radius is represented by the black dots. Figures E and F show the acoustic to optical bubble count ratio for horizontal and vertical bubble positions, respectively.](10.1177_0267659117722595-fig6){#fig6-0267659117722595}

Discussion {#section17-0267659117722595}
==========

The total number count measured using setup 1 and that measured using setup 2 are in excellent agreement. The BCC200 overestimated the total number count by a factor of 1.2, independent of the employed setup and the total number count measured using the EDAC was overestimated by a factor of 8.8 in setup 1 and by 9 times in setup 2. On top of that, the BCC200 overestimated the bubble size by a factor of 2, also setup independent. Therefore, it can be concluded that the acoustically transparent silicon tube that fixed the bubble position in setup 2 did not significantly influence the number count and size measurements performed using setup 2.

The BCC200 counts GME with reasonable agreement since it measures only the largest bubble echo ([Figure 1](#fig1-0267659117722595){ref-type="fig"}). In contrast, the EDAC overestimates the number count by almost 9 times during the presented measurements at relatively low GME concentrations. This overestimation is likely due to the fact that the EDAC system calculates a bubble size from all echoes; bubble echoes as well as bubble echoes reflected from the interfaces of the EDAC sensor and its disposable plastic cuvette.

A reason for incorrect bubble sizing could be an incorrect measurement or the total omission of the distance between the bubble and the transducer (see [Equation 1](#disp-formula1-0267659117722595){ref-type="disp-formula"}). The BCC200 system does not account for the exact position of the bubble.^[@bibr18-0267659117722595]^ It is not known if the EDAC system accounts for the exact position of the bubble as we have no direct access to the sizing algorithms in the software. Nevertheless, no decrease in acoustically measured bubble size is observed in [Figures 5D](#fig5-0267659117722595){ref-type="fig"} and [6D](#fig6-0267659117722595){ref-type="fig"} for increasing bubble-to-transducer distances, i.e., for increasing y-values, which is expected since the bubble echo amplitude decreases with 1/r. What is expected to be of larger influence here is that the acoustic pressure field P~a~, generated by a single element transducer, is not uniform,^[@bibr19-0267659117722595],[@bibr28-0267659117722595]^ an artifact that is not accounted for in the sizing software. The consequence of a non-uniform acoustic pressure amplitude distribution is that the acoustic pressure at the bubble position is unknown if the position of the bubble in the acoustic field is unknown. This leads to a substantial error in the calculated bubble size. On top of that, the sensitivity of the piezo transducer to acoustic waves from point sources located away from the natural focus^[@bibr28-0267659117722595]^ of the transducer, i.e., echoes originating from bubbles close to the boundaries of the measurement volume, decreases with increasing lateral distances with respect to the natural focus. This leads to another additive error in the bubble size measurement.

The size distribution in [Figure 4A](#fig4-0267659117722595){ref-type="fig"} is relatively narrow compared to the average size distribution of [Figures 5C](#fig5-0267659117722595){ref-type="fig"} and [5D](#fig5-0267659117722595){ref-type="fig"}. This is due to the fact that the bubbles are injected in the center of the PCB tube, thereby, passing through the bubble counter sensor at a relatively narrow spatial distribution.

The authors only have knowledge about the validation process of the BCC200. This device is calibrated using an internal protocol wherein microbubbles are produced and optically and acoustically measured. However, since the technique of controlled microbubble generation is not straightforward, this calibration process might be sensitive to errors and a correct calibration may lead to a higher accuracy. Nevertheless, the over-prediction of the bubble size by a factor of 2 seems to be device independent since it was also found by de Somer et al.^[@bibr20-0267659117722595]^

Water at room temperature was used during the measurements instead of whole blood. The attenuation of ultrasound in blood is 0.2 dB/cm/MHz,^[@bibr29-0267659117722595]^ which is approximately 100 times higher than the attenuation coefficient of water.^[@bibr29-0267659117722595]^ The amplitude of acoustic waves of 2 MHz (BCC200) and 4 MHz (EDAC) traveling through blood will have a 3% and 6% lower amplitude, respectively, for every 1 cm of propagation distance, compared to the same wave that travels through water. Because of the linear relationship between the acoustically measured bubble size and the pressure amplitude, the effect of water over blood is considered to be negligible in comparison to the observed sizing errors. The temperature of the medium does affect its viscosity and it may affect bubble stabilization, however, it does not affect the geometrical scattering of a gas bubble (see [Equation 1](#disp-formula1-0267659117722595){ref-type="disp-formula"}). Therefore, the sizing and counting performance of the bubble counters is expected to be temperature independent. Nevertheless, further research is required in this direction, in the direction of water versus blood and in the role of the flow rate before these results can be translated to a clinical setting.

Monodisperse bubbles of a single size, namely 43 µm in radius, were used here and the sizing and counting performances were not examined for other bubble sizes as these measurements already clearly reveal the limitations of both bubble counters regarding their sizing and counting capabilities. Moreover, our results regarding the sizing and counting errors are in good agreement with those presented by de Somer et al.^[@bibr20-0267659117722595]^ who used a suspension of polydisperse bubbles. Different bubble sizes are not expected to have a different outcome on the sizing and counting performances of the BCC200 system since only the largest bubble echo is measured. This is different for the EDAC system. It is expected that bubble sizes larger than those examined here will result in an overestimation of the bubble concentration to an even higher degree because the larger bubbles will produce larger primary echoes and, as a result, more secondary echoes (reflections) will be detected above the noise level.

Finally, it is of interest to discuss the implications of the present work. The measured errors in the absolute sizing and counting of GME presented here do not imply that all previous work obtained using the bubble counters are insignificant or invalid. A relative change in bubble size and/or bubble concentration can readily be measured and, therefore, they can be used to study relative air removal characteristics of CPB components and/or bubble activity in-vivo. However, care must be taken in the interpretation of the absolute numbers. Therefore, the development of an accurate bubble counter would benefit clinical research on the correlation between negative neurocognitive outcome after CPB and quantitative GME size and concentration.

Conclusions {#section18-0267659117722595}
===========

During a best-case scenario at low bubble concentrations of bubbles with a size of 43 µm in radius in an in-vitro setup, the BCC200 overestimates GME size by a factor of 2 to 3 while the EDAC underestimates the average bubble size by at least a factor of two. The BCC200 overestimates the bubble concentration by approximately 20% while the EDAC overestimates the concentration by nearly one order of magnitude. Nevertheless, the calculated total gas volume is only over-predicted by a factor 2 since the EDAC underestimates the actual bubble size. For the BCC200, the total gas volume was over-predicted up to 25 times due to the overestimation of the bubble size. The measured errors in the absolute sizing/counting of GME presented here do not imply that all results obtained using the bubbles counters are insignificant or invalid. A relative change in bubble size and/or bubble concentration can readily be measured and, therefore, they can be used to study relative air removal characteristics of CPB components and/or bubble activity in-vivo. However, care must be taken in the interpretation of the results and their absolute values. Moreover, both devices cannot be used interchangeably when reporting GME activity.
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